Although spatial hearing is of great importance in everyday life, today's routine audiological test batteries and static test setups assess sound localization, discrimination and tracking abilities rudimentarily and thus provide only a limited interpretation of treatment outcomes regarding spatial hearing performance. To address this limitation, we designed a dynamic sound field test setup and evaluated the sound localization, discrimination and tracking performance of 12 normal-hearing subjects. During testing, participants provided feedback either through a touchpad or through eye tracking.
Introduction
Reliable localization and tracking of sound sources facilitates speech comprehension in difficult listening situations and is essential for personal safety, for example, in urban traffic scenarios (Cherry 1953) . In audiology, sound localization tests are employed to derive binaural information integration ability from spatial hearing performance (Blauert 1997; Middlebrooks 2015) .
Thus far, sound field localization experiments with loudspeaker setups are considered the most suitable technique to provide realistic but controlled test conditions, especially with subjects wearing hearing aids and audio processors (Van den Bogaert et al. 2006; Wimmer et al. 2017; Zirn et al. 2019; Denk et al. 2019) . Traditionally, tests for spatial hearing in clinics are performed with a static speaker setup covering the frontal azimuth (Grantham et al. 2007; Kerber & Seeber 2012; Dorman et al. 2016) . The absolute sound localization tests performed with these setups are in stark contrast to reality, where we are constantly surrounded by dynamic auditory environments with moving sound sources and events. More sophisticated tests involving the perception of auditory movement require a real or simulated displacement of at least one sound source (Grantham 1997; Brimijoin & Akeroyd 2014; Moua et al. 2019) . While simulated moving loudspeakers avoid artificial movement noise, which can provide unwanted cues, it remains unclear to what extent they can reproduce physically moving sound sources under consideration of the requirements for clinical testing. To overcome the need for spacious loudspeaker setups for sound localization testing, researchers try to approximate head-related transfer functions in a reasonable time (Mueller et al. 2012; Prepelitȃ et al. 2016; Zhang et al. 2017; Geronazzo et al. 2019) . For the creation of complex and dynamic auditory scenes, progress has been made in the area of phantom sound generation techniques (Zhang et al. 2017 ). However, further investigations are necessary to verify the stability and reproducibility requirements for clinical application, particularly their sensitivity to the listener's head pose and room characteristics (Zhang et al. 2017; Nelson et al. 2019; ISO 2009 ).
Due to the rapid progress in the field of computational auditory scene analysis, it is necessary to be able to reliably test and adjust existing and future features of audio processors for clinical purposes (Virtanen et al. 2018 ). These features include fixed and adaptive beamformers as well as environmentally aware systems such as feature-based classifiers, noise-suppression algorithms, and source-tracking and separation techniques. Further advances can be expected from data-driven artificial intelligence approaches (Naithani et al. 2017; Martinez et al. 2019) .
To address these limitations, we developed a robotic measurement setup intended for dynamic sound field audiometry in the azimuthal plane. The system features multiple physically movable loudspeakers with real-time controllable angular position and velocity. Our main objective was to evaluate the possibilities and limitations of the setup by performing a series of spatial hearing experiments in the horizontal plane. The sound localization, discrimination and tracking performance of normal-hearing subjects were measured, and their interrelationships were investigated.
The secondary objectives were to assess the influence of head movement on subjects' sound source tracking performance and to collect reference data on normal-hearing subjects.
Methods

Study design and participants
This prospective, single-center study was designed in accordance with the Declaration of Helsinki and was approved by our local institutional review board (KEK-BE, No. 2018-00901) . Twelve normal-hearing adults between the ages of 24 and 54 years participated in the study 1 . The participants had air conduction hearing thresholds equal to or better than a 15-dB hearing level at 0.5, 1, 2 and 4 kHz. None of the participants were familiar with sound localization studies. The participants gave written informed consent before undergoing the study procedure.
Measurement setup
All test procedures were performed in a sound-attenuated acoustic chamber (6 × 4 × 2m 3 ) with an approximate reverberation time of 200 ms for frequencies between 0.25 and 10 kHz. A horizontal circular rail with a radius of 1.1 m was installed at the center of the chamber. Depending on the test procedure, the rail could be equipped with up to 12 loudspeakers (Control 1 Pro, JBL, Northridge, USA). The entire test setup is shown in Figure 1 . The loudspeakers were either positioned at a fixed azimuth by using passive support slides or set to arbitrary positions by using wireless controllable audio robots (WCARs). When mounted on the rail, the center of each loudspeaker membrane was at a height of 1.2 m. While the passive slides remained in their initial azimuthal position, a WCAR could be used to present acoustic stimuli at an arbitrary azimuthal position during movement or at rest. The study participants were seated at the center of the circular setup. The setup was controlled using a personal computer and custom-developed software written in C++. The graphical user 1 See Table 1 in the supplementary materials at SuppPub1.pdf for a detailed overview of the demography. degrees azimuth. Three wireless controllable audio robots (WCARs) with optical tracking markers (1), low noise rail (2), touch screen with graphical user interface (GUI) (3), eye-tracking glasses (4), azimuth reference markers (5), control terminal (6) and sound-transparent curtain (7). interface (GUI) was implemented using the QT framework (version 4.2.0, The Qt Company, Espoo, Finland). User feedback was provided either by a touchscreen showing test-specific GUIs or by gaze detection. Audio processing was performed with the FMOD engine (Firelight Technologies Pty Ltd, Melbourne, Australia). Using the software, various test parameters could be defined and scripted to sequences and trajectories, including the azimuthal position and angular velocity of the WCAR as well as the level, duration and type of acoustic stimuli. The wireless data transfer between the operating station and each WCAR was realized via a proprietary wireless local area network protocol.
Each WCAR contained a single-board computer (Raspberry Pi 3 Model B, RASPBERRY PI FOUNDATION, Caldecote, UK) to enable wireless communication and on-board signal processing.
The board was extended by a 192-kHz/24-bit audio output shield (HiFiBerry DAC+, Modul 9 GmbH, Ermatingen, Switzerland). To drive the loudspeakers, 200 W class D amplifiers (AA-AB31282, Sure Electronics, Nanjing, China) were used. The WCARs were positioned using a DC motor and a dedicated motor controller (DCX 19S and EPOS2 24/2 DCX, maxon motor AG, Sachseln, Switzerland) . The power transmission for WCAR movement consisted of a rubber-toothed belt connected to a rubber roller. The mechanical components were designed to minimize movement noise. At the maximum velocity that occurred in our test procedures (7.4 • /s corresponding to 0.14 m/s), a moving WCAR produced movement noise with a 34.9-dB sound pressure level (SPL) (root mean squared average between 100 Hz and 10 kHz) 2 .
Power management of the on-board computer was controlled by a supply circuit and battery (PiJuice 3.7 V, 1820 mAh, Pi-Supply, Kent, United Kingdom). In addition, the audio power amplifier and the motor controller were each supplied by separate lithium-polymer batteries (14.5 V and 18.5 V, 1300 mAh). Position tracking of the WCARs was performed using 2 redundant systems. First, the position encoder of the motor was continuously read out by the single-board computer at a 5 Hz sampling rate. Second, an optical tracking system consisting of 3 cameras (USBFHD06H-BFV, ELP, China) and fiducial markers specifying each loudspeaker individually (ArUco Framework) was applied (Romero-Ramirez et al. 2018) . The combination of the motor encoder and the optical tracking enabled a loudspeaker positioning accuracy of 0.5 • .
Each loudspeaker was equalized and calibrated with a free-field microphone (type 4133 and preamplifier type 2639, Brüel & Kjaer, Naerum, Denmark) positioned at the reference point in the center of the circular setup and an audio analyzer (UPV, Rohde & Schwarz, Munich, Germany). The calibration data of each loudspeaker were stored individually to achieve a flat frequency spectrum between 0.15 and 10 kHz. The loudspeakers were covered by a sound-transparent black curtain to avoid visual cues during the localization tasks.
Head orientation and eye tracking
During the entire session, the participants wore eye-tracking glasses equipped with a 120-Hz world camera and 200-Hz binocular eye cameras (Pupil Labs, Berlin, Germany). The data of the eyetracking glasses were used to monitor the head and gaze positions of the participants during the tests to minimize orientation-based systematic errors (Razavi et al. 2007) . Gaze tracking was used as an additional response method for the sound source tracking tests. The light conditions were kept constant during all measurements. To minimize bias in pupil and gaze detection, no light sources were inside the visual field of the subjects (Winn et al. 2018 ). In the frontal azimuth (i.e., 0 • ± 90 • azimuth), fiducial markers with labels indicating their corresponding azimuth were attached to the sound-transparent curtain. In total, 61 markers were placed with an angular spacing of 3 • (see Figure 1 ). The markers were used to calculate the head orientation and gaze direction using a Python script (Pupil Player v1.10, Pupil Labs).
Test procedures
Each subject participated in a session consisting of the following 4 blocks: (1) static sound source localization for testing absolute sound localization, (2) MAA assessment for testing sound discrimination, (3) sound source tracking with GUI, and (4) sound source tracking with eye and head tracking for testing dynamic tracking abilities and the effects of head movements on these abilities.
Each block was introduced through a training. If desired by the participants, short breaks were taken in between blocks. To minimize systematic training and fatigue effects, the block sequence was counterbalanced. In addition, counterbalancing of specific test conditions within a block was performed if applicable (as specified for each test procedure). During testing, the head orientation of the participants was monitored, as described in subsection 2.3, to ensure a central head position and a correct alignment of the interaural axis.
Static sound source localization
Static sound source localization was assessed using 12 loudspeakers at fixed positions arranged in the full azimuthal plane, resulting in a 30 • angular spacing. Pink noise 200 ms in duration with levels ranging between 60 and 70 dB SPL was used as the acoustic stimulus. Three stimuli per loudspeaker were presented in a randomized order, resulting in a total of 36 stimuli per test (Wimmer et al. 2017) . The participants were instructed that stimuli could be presented from any azimuth. They indicated the location of the stimulus source on a touch interface with a 1 • resolution dial. Two seconds after the subjects logged in their answer, the next stimulus was triggered. Before testing, the participants trained the input method until they confirmed that they fully understood the test procedure. No feedback about the performance was provided during or after testing. A Monte Carlo simulation yielded a chance level of RMSE LOC = 103.6 • .
Minimum audible angle
The MAA is defined as the smallest reliably discriminated change in the angular displacement of a sound source (Mills 1958) . We measured the MAA at 0 • , 45 • , 90 • , 135 • , 180 • , 225 • , 270 • and 315 • azimuths for each participant. First, a 200-ms pink noise pulse with a level of 65 dB SPL was emitted from the reference position. After a 1-s intra-stimulus interval, a second identical impulse was emitted, but it was displaced in either clockwise or counterclockwise directions. Each new step size resulted in an update of the WCAR positions. For small displacements, only one WCAR was used for the reference and displaced stimulus presentation because two WCARs could not go closer than 18.5 • due to their size. The movement was timed to ensure a 1-second intra-stimulus duration independent of the size of the displacement. Noise was masked by the simultaneous movement of the 2 other WCARs with an angular offset of 120 • each. With this setting, it was not possible to localize the individual movement of speakers. The participants were asked to indicate the direction of the stimulus shift directly via the touch pad 3 . This method was chosen to avoid confusion regarding direction when testing was performed in the area behind the subjects. No feedback was provided during or after the test procedures. The first measurement position was always at the front at 0 • . To minimize bias, the remaining 7 measurement positions were tested in either clockwise or counterclockwise order. Due to this counterbalancing, the second measurement position was either at 45 • or at 315 • . Monte Carlo simulation of the test showed a mean chance performance of 82.6 • .
Sound source tracking with touch pad
To test sound source tracking abilities, a single WCAR was mounted on the horizontal rail behind the sound-transparent curtain. The WCAR moved along a predefined trajectory while a pink noise stimulus was continuously played at a level of 65 dB SPL. The participants were instructed to indicate the position of the WCAR on a touch pad displaying a dial with 1 • resolution 4 . The input sampling rate of the indicated azimuth was downsampled to 5 Hz to match the sampling rate of the WCAR position encoded in the single-board computer. The angular velocity and the direction of motion were obtained from the first derivative of the user input signal. Small and fast changes in user input are considered artifacts; therefore, we low-pass filtered the velocity signal with a cut-off frequency of 0.5 Hz.
To familiarize the participants with the input method, a training trial covering 450 • in azimuth with a single change in direction (CID) at 45 • was performed. During the training trial, the real-time position of the loudspeaker was additionally indicated on the GUI as a reference. Two different trajectories covering the whole azimuthal plane were used for testing 5 . Videos of the performed trajectories are provided as multimedia material 6 7 8 . The first trajectory (steady trajectory) covered a total of 900 • starting at 315 • with a single CID at 45 • . The second trajectory (alternating trajectory) covered a total of 2070 • starting at 0 • with 32 CIDs each at a multiple of 45 • , where each CID position was approached 2 times clockwise and 2 times counterclockwise. The maximum angular velocity was 7.4 • /s for both trajectories. This velocity was chosen based on previous studies suggesting an optimal angular velocity for movement detection between 1 • /s and 20 • /s when using broadband stimuli (Kourosh & Perrott 1990 ). The WCARs needed 200 ms to accelerate to maximum velocity or to decelerate from maximum speed to standstill. Special care was taken to avoid visual cues that could bias the responses of the participants (e.g., reflections or shadows).
Sound source tracking with/without head movement
To evaluate the influence of head movement on sound source tracking accuracy, we additionally performed a set of tracking experiments in which the participants were instructed to follow the sound source with their eyes. Eye-tracking glasses were used for automated gaze detection. All participants confirmed that they could clearly see the contours of the azimuth reference markers (see Figure 1 ). The accuracy of the calibrated eye-tracking glasses averaged over all participants was 2.6 • (±1.0 • ). For a first trial run and for eye-tracking calibration validation, the curtain was lifted to make the moving WCAR visible to the participants. In addition to the calibration procedure, the smooth-pursuit movements and oculomotor function were evaluated by visual inspection of the gaze points during the trial run. For testing, two different trajectories were set up: a steady trajectory (total coverage of 720 • with 5 CIDs) and an alternating trajectory with several short movements (total coverage of 885 • with 19 CIDs). Both trajectories were limited to the visual field, i.e., 0 • ± 60 • (Trattler et al. 2012) . A a tabular description of the used trajectories is provided in the supplementary materials 9 . Videos of the performed trajectories are provided as multimedia material 10 11 12 . The tracking experiments were repeated in two conditions. In the first condition, the participants were instructed to keep their head straight while following the sound source with their eyes. In the second test condition, the participants were allowed to freely move their head while following the sound source. We discarded all gaze data with a detection confidence of less than 60%, as recommended by the manufacturer. The remaining data points were interpolated to a sampling rate of 5 Hz to enable a direct comparison with the position data of the WCAR and the GUI input. Unacceptably large data points gaps with separation greater than 500 ms were labelled missing. Subjects 1 and 11 were completely excluded from the analysis due to an overall low detection confidence of their gaze data. Since the data quality varied with respect to the azimuths, all gaze-based analyses used data points for which at least 80% of participants provided valid data.
Outcome measures
Static sound source localization
To assess the absolute localization accuracy, we computed the root mean square error (RMSE) between the azimuthal positions of the stimulating loudspeakers ϑ n and the indicated positionsθ n (in degrees), averaged over the total number stimuli (N = 36) (Hartmann 1983) :
(1)
As recommended, front-back confusions (FBCs) were excluded from the errors and analyzed separately (Letowski & Letowski 2011 ).
Minimum audible angle
Each MAA step size was determined following an updated maximum-likelihood estimation assuming a logistic-shaped psychometric function with a start measurement distance of 15 • (Shen et al. 2015) . The test was implemented as a 2-alternative forced choice procedure applying a 2-down, 1-up rule to minimize the impact of guessing. The parameter range of the angular displacement was set from 0.5 • to 90 • . For each measurement position, 24 measurements with an adaptive step 10 Video of the trial trajectory performed by a WCAR during a sound source tracking with/without head movement test. MM4.avi (0.1MB) 11 Video of the steady trajectory performed by a WCAR during a sound source tracking with/without head movement test. MM5.avi (0.3MB) 12 Video of the alternating trajectory performed by a WCAR during a sound source tracking with/without head movement test. MM6.avi (0.3MB) size were performed. The MAA value was defined as the 80%-correct threshold of the estimated psychometric function.
Sound source tracking with touch pad
During the tracking tests the participants continuously indicated the angular position of the moving sound source. Similar to the static source localization test, we assessed the tracking accuracy using the RMSE. The subject inputθ t and actual WCAR position ϑ t (in degrees) sampled at time t and averaged over the test duration T was calculated:
(2)
To quantify the tracking velocity accuracy between user inputω t and actual angular velocity ω t we used:
To exclude effects caused by individual reaction times, the first 4 seconds after stimulus onset were discarded from the analysis. The percentage of congruence between the indicated and actual directions of motion (i.e., counterclockwise vs. clockwise) was computed for the total procedure
To measure the sensitivity to a change in direction (CID), the elapsed time and azimuthal position were recorded until the participant adapted to the change. The following criteria had to be fulfilled for a CID to be classified as valid: (i) the movement direction before the change was correctly indicated by the subject, (ii) the subject could follow the correct direction after the CID for at least 2 seconds, and (iii) the subject perceived the change within 20 s. For each CID, we recorded time delay ∆t cid between actual change t cid and the time indicated by the participant,t cid (in ms), as well as the angular displacement ∆ϑ cid (in degrees) that occurred att cid (see Figure 2 ).
Whenever the indicated angular velocity was 3 times higher than the velocity of the moving sound source, we assumed that the participant lost track of the stimulus and had to re-localize it. We refer to such an event as a re-localization of source (ROS). We recorded the number of ROS occurrences N ros as well as the time ∆t ros it took the participant to re-localize the sound source (in ms). The error before ∆ϑ ros,start and after a sound search ∆ϑ ros,end was calculated with ∆RMSE ϑ,ros (in • ). A change in direction (CID) at 360 • azimuth occurs after t cid = 10 seconds. The time it took the subject to indicate the change (∆t cid ) and the azimuthal offset (∆θ cid ) were recorded.
Head movement and tracking accuracy
To evaluate the contributions of head orientation and gaze direction to the indication of the stimulus position, we compared the position and velocity-tracking RMSEs between the two conditions (head movement restricted vs. head movement unconstrained). In addition, the congruence between the head orientation and the angular sound source position was quantified with the Pearson correlation coefficient.
Comparison touch pad vs. gaze detection input
To evaluate the differences between the GUI-based and gaze detection-based input methods, we compared the data obtained during the test condition of restricted head movement with participants' corresponding GUI-based input. The greatest advantage of the eye-tracking method is that it represents an immediate response behavior; however, it is limited to participants' visual field when their head movement is restricted. Even when head and torso movements are unconstrained, it is difficult to cover the whole azimuth (especially the area behind participants) in a convenient way. For this reason, we used only data from the two input methods within the range of 0 • ± 22.5 • . To evaluate the differences in the input methods, we compared the reaction times of the participants after a frontal CID. In addition, we compared the RMSE ϑ of both methods within the tested azimuth. Five of 12 subjects were excluded from the analysis due to insufficient data quality.
Statistical analysis
Descriptive statistics were used to quantify the performance of the subjects on a group level. To compare localization and tracking errors under different conditions a two-tailed Wilcoxon signed rank test was used. The Pearson correlation coefficient was used to investigate relationships between the different test procedures and outcome measures at the subject level. A significance level of α = 0.05 was chosen. Statistical calculations were performed with Matlab (version R2018a, The MathWorks Inc, USA) and the CircStat toolbox (Berens 2009 ). Participants' performance was best at the front and the back, with average RMSE LOC values of 3.9 • (standard deviation, ±3.4 • ) and 6.2 • (±5.6 • ), respectively (p>0.05). The participants had a better localization accuracy on the right side (7.8 • ± 7.4 • ) than on the left side (15.9 • ± 9.1 • ) (p<0.05). Excluding the left and right directions, the localization performance in frontal azimuths (11.8 • ± 3.9 • ) was comparable to that in dorsal azimuths (13.8 • ± 4.8 • ) (p>0.05). The overall RMSE LOC was 12.9 • ± 5.9 • . The mean response time for each stimulus was similar across directions, with an average of 6.60 s (±0.25 s). We did not observe any correlation between the response time and localization performance. The individual performance of the participants is shown in the supplementary materials 13 . Five subjects had FBCs resulting in an FBC rate of 3.6%. Of the total of 13 FBCs, 6 were back-front confusions. 13 See Figures 3 and 4 in the supplementary materials at SuppPub1.pdf for overall RMSELOC results and direction specific RMSELOC values for each subject. Excluding the left and right directions, the MAA in frontal azimuths (2.2 • ± 1.0 • ) was significantly lower than that in dorsal azimuths (3.6 • ± 1.8 • ) (p<0.05). Without the positions at 0 • and 180 • , the MAA on the left side (3.9 • ± 1.8 • ) was comparable to that on the right side (4.4 • ± 1.8 • ) (p>0.05).
Results
Static sound source localization
The overall MAA averaged over all subjects was 3.6 • ± 1.4 • .
Sound source tracking with touch pad
A summary of the sound source tracking performance for the steady (Video MM2.avi) and alternating trajectory (Video MM3.avi) is provided in Table 1. Figure 5 illustrates the position of the WCAR, the GUI-based input and the tracking errors during the steady trajectory experiment.
Most of the time, the participants indicated the movement directions correctly and had no problems following the sound source. The mean error shows that the participants tended to indicate the position of the sound source ahead of the stimulus, independent of the movement direction. Most prominently, a response delay occurred following the single CID at 45 • azimuth causing the largest tracking errors (RMSE ϑ of 31.5 • averaged across all tested subjects). The smallest tracking errors were observed towards the front (0 • ) and the back (180 • ). Figure 6 shows the position of the WCAR and the corresponding GUI-based input with the source tracking errors for the alternating trajectory tests. The overall position tracking error (RMSE ϑ ) was 25 % lower in the tests with the steady trajectory than in those with the alternating trajectory. Similar to the steady trajectory case, delays in position tracking after each CID were observed, with an average delay (∆t cid ) of 1.3 seconds. In Figure 7 , a polar representation of the tracking errors is plotted for both movement directions (clockwise versus counterclockwise) during the alternating trajectory experiment. The subjects had the same performance in correctly following sound sources moving in a counterclockwise direction (RMSE ϑ of 18.9 • ± 4.9 • ) and in a clockwise direction (RMSE ϑ of 18.4 • ± 5.5 • , p=0.7). The difference was attributed more to larger delays directly after CIDs and less to tracking offsets outside of CIDs (Figure 7) . The RMSE ϑ peaks were shifted by delay ∆t cid in the corresponding movement direction. A direction specific plot of the CID reaction times is shown in Figure 9 . The smallest tracking errors occurred at frontal azimuths for either movement direction at 0 • ± 45 • . The largest errors were observed after the sound source crossed the interaural axis in dorsal directions. Overall, the participants had a higher position tracking accuracy in the frontal azimuths than in the dorsal azimuths, regardless of the movement direction (RMSE ϑ in clockwise directions of 15.6 • ± 3.9 • versus 20.7 • ± 7.2 • and in counterclockwise directions of 17.0 • ± 4.6 • versus 20.2 • ± 6.0 • ; both p<.05). A similar tracking accuracy for stimuli in the left and right hemifields was achieved. However, for counterclockwise movements, the RMSE ϑ was larger in the left hemifield (left hemifield 19.6 • ± 5.6 • vs. right hemifield 17.9 • ± 5.4 • , p = 0.30), and for clockwise movements, the error was larger in the right hemifield (16.2 • ± 5.5 • vs. right hemifield 20.1 • ± 6.6 • , p = 0.09). Thus, crossing the interaural axis and moving towards the back caused the largestRMSE ϑ (see Figure 7) .
The angular velocity tracking error RMSE ω was almost twice as high for the alternating trajectory than for the steady trajectory (Table 1) . This difference could be explained by the higher incidences of CIDs during the alternating trajectory tests. (1'227 ms ± 541 ms), 0 • (964 ms ± 283 ms), and 45 • (1'212 ms ± 446 ms) azimuths. In other directions, very similar reaction times with a mean value of 1'353 ms and a small standard deviation of 78 ms were observed (see Figure 9 ).
The higher tracking uncertainty during the alternating trajectory tests was also reflected in the substantially higher incidence of ROS events ( participants achieved lower scores on correctly identifying the movement direction in the alternating trajectory case.
Head movement and tracking accuracy
Independent of the tested trajectories (Videos MM5.avi and MM6.avi), the sound source tracking performance was significantly better when the participants were allowed to move their head (Table   2 ). Although they were not explicitly instructed to follow the sound source with their head (but were instructed to do so with their eyes), a strong correlation between the head orientation and the sound source position was observed for all participants when head movement was allowed.
Due to the numerous CIDs in the alternating trajectory experiment, the percentage of identical movement directions of the stimulus and head was lower in that experiment than in the steady trajectory experiments. The reaction times and velocity RMSEs were approximately 20% higher for the steady trajectory than for the alternating trajectory. In terms of errors, the greatest offsets appeared at the most lateral positions (±60 • ) due to limited motor skills (no torso movement allowed). For the steady trajectory, the RMSE ϑ of the head position was 11.8 ± 3.1, approximately half the size of the corresponding gaze positions, 25.4 ± 14.6. The same relationship applied for the alternating trajectory with an RMSE ϑ of 10.3 • ± 3.3 • for the head position and 25.4 • ± 14.3 • for the gaze position.
Comparison touch pad vs. gaze detection input
The tracking RMSE ϑ was significantly smaller when the touch pad-based input method (12.5 • ± 8.6 • ) was used than when the gaze-based input method (28.1 • ± 16.6 • ) was used. However, the reaction times ∆t cid at the front were 953 ms ± 212 ms for the GUI and 363 ms±185 ms for the gaze-based input method. The difference between the two input methods was therefore 590 ms (p<0.05). For comparison, the general response times to auditory stimuli while pushing a button are~270 ms for women and~300 ms for men (Shelton et al. 2010 ). The absolute sound localization accuracy (indicated by RMSE LOC ) showed a weak tendency to correlate with the MAA performance of each subject. In addition, we found significant correlations with the RMSE LOC and sound tracking with many CIDs, as in the alternating trajectory. Subjects with better absolute sound localization accuracy performed better during sound tracking. Furthermore, the static localization ability correlated with the re-localization ability after a CID (see Figure   8 ) and the offset at the beginning of a source search (∆θ ros,start ). In addition, the duration of a source search ∆t ros (ms), was closely related to the improvement RMSE ϑ,ros after the search.
Not only absolute but also relative localization performance (MAA) significantly correlated with sound tracking accuracy (RMSE ϑ ) for a subject. Moreover, the MAA had a statistically significant correlation with two additional metrics assessed during sound tracking experiments: the absolute offset at a search start (∆ϑ ros,start ) and the angular offset after a CID (∆θ cid ).
We further found an indication that the more exactly subjects followed the source with their head in the dynamic case, the worse they performed in the dynamic test condition with restricted head movements.
In addition, we analyzed the correlation between sound localization and discrimination as in (Recanzone et al. 1998 (Grantham et al. 2007; Kerber & Seeber 2012; Jones et al. 2014; Dorman et al. 2016 ). In the future, modern hearing aid and implant audio processors will apply advanced, data science-based Since users will rely on these technologies on a daily basis, reliable audiological validation is required. Our presented system is a first step in this direction because physically moving sound sources are robust against room characteristics or the head position of the listener (Zhang et al. 2017; Nelson et al. 2019; ISO 2009 ). Indeed, Ludwig et al. (2019) showed that children with auditory processing disorders performed normally under more realistic sound field localization tasks in contrast to headphone tests. The system can also be seen as an intermediate step towards
virtual acoustics test systems. The presented approach could be useful to provide labelled reference data in dynamic settings with multiple independent sound sources under realistic conditions. The easy and reliable creation of ground truth data could be further beneficial for audio signal processor development or computational auditory scene analysis.
The major limitation of our system is the presence of movement noise of the speakers. In the tests with moving speakers, we mitigated this limitation by either providing masking movements (MAA test) or playing the stimulus from the single, moving speaker (tracking tests). Future versions of the WCARs could be driven by linear DC motors guided with a plain bearing. Such a drive system allows a very precise and rapid displacement of sound sources without motor noise and with minimal friction noise. The presented robot-based measurement setup provides reliable results of complex auditory measurements while being easy to use in common clinical environments. In the following section, our specific results are discussed.
Sound source localization
Our results are in line with those of the localization study of Makous & Middlebrooks (1990) .
They reported that the majority of errors were smaller than 5 • in the frontal and smaller than 10 • in the dorsal azimuths. We also observed lower errors in the frontal azimuth than in the dorsal azimuth; however, our errors were generally larger. One reason for this could have been the anechoic conditions in Makous & Middlebrooks (1990) , which reduce localization errors (Giguère & Abel 1993) .
We observed a larger RMSE LOC on the left side than on the right side. As we did not measure any left-handed persons, the offset to the left side was consistent with the findings in Ocklenburg et al. (2010) , where a hand-pointing method was used and participants showed a bias in sound localization to the side contralateral to the preferred hand. As we counted the GUI input as a hand-pointing method, the findings of Lewald et al. (2000) are relevant for error evaluation. These authors stated that hand pointing resulted in overshooting responses for targets in the frontal azimuths. However, most of our subjects jumped to the rough position on the GUI and afterwards made little adjustments.
Response time with our GUI did not differ across directions and had no influence on the localization performance. A comparable setup with hidden loudspeakers, pink noise cues and a GUI as a feedback device was used in Jones et al. (2014) . They reported an RMSE LOC for monosyllabic words spoken by a male talker 8.2 • in the frontal azimuths, including the sides. This finding confirms our results, as we measured an RMSE LOC of 10.3 • within this area. Studies not using a GUI resulted in RMSEs between 5.1 • to 6.7 • for a setup spanning -80 • to 80 • (Grantham et al. 2007; Kerber & Seeber 2012; Dorman et al. 2016) . Only a few studies performed measurements within the full azimuthal plane. In addition to more comprehensive insight into the localization ability of the subjects, this approach enables the evaluation of FBCs. For broadband noise stimuli in the free field, Makous & Middlebrooks (1990) found average rates of FBCs for 6% of the stimuli, Pastore et al. (2018) found 5% and Best et al. (2010) reported FBC occurrences of 5%. In this study, we observed FBCs in only 3.6% of the stimuli.
Our setup overcame the bias introduced by prior knowledge of the sound locations Carlile et al. 1997 . This effect was further reduced by the continuous feedback possibility. We preferred this feedback method to pointing via head or body rotations, as used in Makous & Middlebrooks (1990) , due to the minor involvement of motor tasks. The trade off between mental effort when transferring the internal head-centered coordinate system on a GUI and the motor task effort with head or body rotations on measuring localization performance remains open. In Ocklenburg et al. (2010) , no significant difference between hand and head pointing was observed for localization in the frontal azimuth. In contrast to the head pointing method in Makous & Middlebrooks (1990) , our response time was twice as high and constant across directions.
Sound source discrimination
For the time-consuming MAA, we used a robot-supported, automated test procedure that acquired free-field MAAs in the full azimuthal plane at every 45 • position (i.e., 8 tested directions in total) within 40 minutes, with 5 minutes to reliably assess the MAA at a given azimuth. Especially with multiple real sound sources at multiple azimuths, it is a difficult test to perform (Akeroyd & Whitmer 2016) . Our results confirmed that the MAA increases with increasing displacement from the forward direction to the sides (Mills 1958) . Furthermore, we confirmed the statement in Blauert (1997, p.41 ) that the localization blur in the back is approximately twice the value for the front.
We further reproduced the results from Senn et al. (2005) and Mantokoudis et al. (2011) except for the increasing MAA at 180 • in Senn et al. (2005) . There is sparse literature on MAA results in the sound field at dorsal azimuths; therefore, our finding remains open to further discussion.
However, as all our static and dynamic localization tests as well as those of Blauert (1997, p. 41) and Mantokoudis et al. (2011) showed good performance at 180 • , we question the result of Senn et al. (2005) at this specific measurement location.
The literature contains two opinions regarding the relation between relative and absolute sound localization performance in humans. We were able to confirm the finding of Recanzone et al. (1998) that relative localization (test similar to MAA) thresholds at specific directions in the frontal plane are a poor indicator for the absolute localization performance in these directions. This finding is contradictory to that of Hartmann & Rakerd (1989) , who stated that the MAA is an absolute rather than a relative localization task. In contrast to Freigang et al. (2014) , we did not find a correlation in the frontal azimuth but did find a significant correlation in the dorsal azimuth 15 . Recanzone et al. (1998) , claim that MAA thresholds are limited by absolute sound localization abilities. A significant correlation between the RMSE LOC of the static localization test and the overall MAA was not observed in our study, but a trend was visible in the scatter plot (see Figure 10 ). An analysis between absolute and relative sound localization as in Recanzone et al. (1998) , revealed a significant but weak correlation (r=0.43).
Sound source tracking
Our results demonstrate the validity of the tracking tests with real dynamic sound sources in the sound field. A MAA measurement at all positions took approximately 40 minutes in our study. The dynamic test of the alternating trajectory took approximately 5 minutes. Due to the correlation of both tests, we propose that a 5-minute single dynamic tracking test could potentially provide a comparable amount of information as the full MAA test battery, representing an 8-fold time savings.
In addition to the correlation with sound discrimination abilities, we observed correlations of the tracking test with absolute localization performance. Because azimuthal sound motion detection and processing were directly connected to static source localization and discrimination abilities, our data support the snapshot theory of auditory motion perception for slow velocities, as described in Grantham (1997) . The close relationship between the minimum audible movement angle (MAMA) and the MAA is obvious. The MAMA is 2-3 times larger than its corresponding MAA when measured under comparable conditions (Carlile & Leung 2016) . The results of our dynamic source tracking tests with a GUI confirmed the results of this statistical relationship for the alternating trajectory. We observed a strong correlation with a slope of 2.7 between the RMSE ϑ and the MAA values. In comparing the MAA results and the GUI-based results, similarities are evident. Both results show the smallest errors at 0 • and 180 • and have larger errors in the dorsal than in the frontal hemifield.
The tracking performance was worst when entering the dorsal azimuth or at a CID on the sides. This finding is in line with poor MAA results at the sides. It would be of great interest to investigate a 15 See Figure 10 in the supplementary materials at SuppPub1.pdf for the scatter plot between the MAA at the dorsal positions and the static localization error (RMSELOC) at the dorsal positions. direction-dependent MAA to differentiate between clockwise or counterclockwise stimuli shifts. As in the MAA test, the tracking in the frontal azimuth (±45 • ) was particularly good. An explanation could be that this area lies within the field of view. Training sound-tracking skills in everyday life is possible in this area. This could also explain the poor performance when entering the dorsal azimuth. We observed significant correlations between the static discrimination abilities of sound sources in terms of MAAs and the errors in the tracking tests, which forced a re-localization of the sound source. The MAA correlated strongly with the angular offset after a CID, ∆θ cid . Furthermore, regardless of CIDs, an error at the beginning of a search correlated significantly with the average MAA performance. In the context of auditory motion perception, these findings support the snapshot theory (Grantham 1997) .
In Moua et al. (2019) , listeners were asked to distinguish between broadband noise (of 500, 1000 or 2000 ms durations) that appeared to be moving vs stationary in the frontal horizontal plane.
The trajectories (0 • to 40 • ) were travelled at different speeds depending on the duration of the stimulus. As this paper focuses on free-field tests, it must be mentioned that the test was based on non-individualized binaural recordings. Their results suggest that stationary sound source localization is better than the start-or end-point localization of a moving sound source. Within this study, we observed a strong correlation between the performance of static localization RMSE LOC and the localization of a moving sound source RMSE ϑ for the alternating trajectory. After the CIDs, we observed that the lower the RMSE LOC , the more accurately the sound was relocalized. In addition to CIDs, the size of the error at which a re-localization of a sound source was started by the subjects correlated significantly with the RMSE LOC . As with the MAA, this correlation supports the snapshot theory (Grantham 1997) . Moua et al. (2019) were able to identify the direction of the sound source with an accuracy of >80%. The longer the angular distance of the trajectory was, the better the results. Our study with the steady trajectory confirmed this finding. When introducing CIDs as in the alternating trajectory, short source searches (∼ 500ms) appeared, but the accuracy of the correct movement was still higher than 80%. We observed that the longer the search time was, the higher the improvement of the localization error at the end of the search. Interestingly, the search time did not correlate with the size of the error at the beginning of the search. For a CID at the 45 • position (appearing in both trajectories), the reaction time was 28% higher after a long ongoing movement, as in the steady trajectory, compared to the shorter movements of the alternating trajectory. Within subjects, the reaction times at this position correlated significantly between the steady and alternating trajectories (p<0.05). The scatter plot in the supplementary materials shows a strong linear trend 16 . This finding was in line with that of Moua et al. (2019) , where the RMSE for end-point estimation of a moving sound source was lowest for the shortest trajectory. We hypothesize that this behavior can be explained by a model combining the initial belief (the prior) with the new observation (the likelihood) (Clark 2013) . The prior, which refers to the belief that the movement continues as before, is higher for longer movement durations and thus has a greater influence on perception.
Subjects in
We observed a high tendency (>80%) of users to track the sound source ahead of its actual position.
As with the reaction time for the steady trajectory, we hypothesize that subjects used previous experience to predict what they would hear. For smooth-pursuit eye movements, this effect was observed by Barnes (2008) .
The point behind the head (180 • ) played a special role in the dynamic tracking of a sound source.
As in our static localization and discrimination tests, a particularly good performance at 180 • could be determined, although adjacent azimuths showed poor localization, discrimination and tracking performance. This finding again supports the snapshot theory of auditory motion perception (Grantham 1997) . For both the steady and the alternating trajectories, RMSE ϑ decreased to local minima when approaching the 180 • position (see Figures 5 and 6) . To the best of our knowledge, there was no study or setup that could measure this effect with real sound sources. Only at the back did the tracking accuracy increase after the CID (see Figure 8 ). Previous studies showed a dependency of tracking abilities on the azimuthal position and angular velocity of the moving sound source (Perrott & Musicant 1977; Chandler & Grantham 1992; Schmiedchen et al. 2013; Feinkohl et al. 2014 ). Therefore, the phenomena observed and described above should be further investigated with different stimulus velocities.
Current research tends to state that for auditory motion detection, current locations at different times are combined and weighted rather than the presence of motion sensitivity systems in the auditory system being considered (Grantham 1997; Carlile & Leung 2016) . This statement includes the notion that absolute and relative sound localization abilities are indispensable in tracking and localizing moving sound sources. We observed correlations with sound localization and discrimination abilities and tracking performance, which supported this statement.
Gaze and dynamic tracking of sound sources
Head movement significantly improved the tracking performance of moving sounds in the free field.
However, we observed higher tracking errors in gaze trajectories than in head trajectories. This finding is remarkable, as we did not use a head-pointing method (see above) but compared two conditions. In the first condition, head movements were restricted, and in the second condition, head movements were allowed. Furthermore, performance differed significantly between the GUI and the gaze-based input on our dynamic tracking tests. To the best of our knowledge, there exists no comparison of gaze versus GUI input for tracking real moving sound sources. The analysis of the head movement trajectories in this study showed a medium correlation. The more the additional acoustic information by head movements was used, the more difficult it was to track the sound without this information (see Figure 10 ). The correlation applied only for the steady trajectory, where continuous head movements were beneficial. The results were consistent with the idea discussed in Carlile & Leung (2016) that feedback from head motor commands or vestibular information may influence auditory perception. In addition, these results might show the tendency of a learned dependence on head movement to sound source tracking.
For static sound localization tests, using gaze-based input measures is an established and feasible methodology (Grantham et al. 2007; Volck et al. 2015) . In Zambarbieri (2002) , an error of 3 • compared to visual target localization was found for measurements in the azimuth ± 35 • . This error lies within auditory localization errors (Grantham et al. 2007; Kerber & Seeber 2012; Dorman et al. 2016) . In contrast to saccades, smooth-pursuit eye movements cannot be controlled voluntarily.
They require moving visual signals to be followed, auditory cues are not sufficient (Boucher et al. 2004; Berryhill et al. 2006 ). However, saccades can be evoked by auditory targets because they provide a position reference signal in space. Our results showed that head orientation was a more accurate estimator for the position of a moving stimulus than gaze positions (p<0.05). This result is remarkable in that head movement was not mandatory but optional when tracking the sound source.
One reason for the better performance in contrast to gaze positions was certainly that continuous head movements without visual stimulation are possible in contrast to saccades. Inspection of the data revealed that the majority of errors came from the discrete angle due to the nature of saccades.
We observed the majority of the saccades to be smaller than 10 • , with the highest occurrences in the bin ranging from 0 • to 4 • . A histogram of the saccade sizes for the comparison with the GUI can be found in the supplementary materials 17 . Most saccade sizes correspond to the distance of the fiducial markers placed on the sound-transparent curtain in front of the subject (see Figure   1 ). In addition to the stepsize of the saccades, large errors can accidentally occur when gaze data are constantly recorded for dynamic tests. For a very accurate dataset, a higher commitment to the task than with the GUI is necessary. Tests to ensure oculomotor function could further reduce possible sources of inaccuracy (DiCesare et al. 2017) . A small contribution to the error came from calibration accuracy, which was 2.6 • ± 1.0 • . In addition to the drawbacks mentioned above, eye-tracking allows the independent investigation of the impact of head movements on localization in dynamic test environments. We measured a significant improvement in tracking accuracy when head movement was allowed. To further improve the accuracy of gaze-based feedback in dynamic settings, one should decrease the distance of optical landmarks to reduce saccade stepsize.
Conclusion
The presented system and study enabled a comprehensive examination of the sound source localization, discrimination and tracking performance of normal-hearing subjects. The results of previous studies were confirmed and put in the context of novel findings from source tracking experiments. Our data supported the snapshot theory for slow stimulus velocities (Grantham 1997 ), as we observed correlations between the sound localization discrimination and tracking abilities.
The largest tracking errors occurred when the stimulus crossed the interaural axis towards the dorsal azimuth. However, when approaching 180 • , performance increased again. Furthermore, we observed a significant improvement in the tracking of a sound source if head movement was no longer restricted. However, gaze positions should be used with caution as feedback possibility for sound-tracking experiments in the free field. We observed that saccades introduced a higher tracking inaccuracy than a GUI on a touchpad device. Future studies will employ the test system to obtain the sound source localization, discrimination and tracking abilities of subjects with hearing impairment and cochlear implants
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